[The development of the ionization chamber and the researching of its characteristics for automatic exposure controlling in the X-ray diagnosis machine].
An ionization chamber for automatic exposure controlling used in X ray diagnosis machine was developped, and its characteristics were measured and researched. The electrodes of measuring field were made of carbon, such couldn't leave it's imaging on the film. In order to increase the ionization efficiency and decrease the thickness and electric capacity between electrodes, the chamber was constructed in multilayers. The chamber we developed can be fixed in different x ray machines convenientlly, there is a fine linearity between it's signal output and the exposures, the beam quality response is uniform and output-timing response is also good.